













individual  coil  element  data.  Increasing  the  voxel  size  yields  higher  signal‐to‐noise,  but  leads  to  larger 
linewidths and more artifacts. Several ways to improve spectral quality for large voxels are to be exploited and 
the optimal use of individual coil signals investigated. 
Methods:  10 human  subjects were measured  at  3T using  a  64‐channel  receive head  coil with  a  semi‐LASER 
localization sequence under optimized and deliberately misset field homogeneity. 8 different voxel sizes (8 to 
99  cm3)  were  probed.  Spectra  were  fitted  either  as  weighted  sums  of  the  individual  coil  elements  or 
simultaneously  without  summation.  18  metabolites  were  included  in  the  fit  model  that  also  included  the 
lineshapes from all coil elements as reflected in water reference data. Fitting errors for creatine, myo‐inositol 





individual coil elements  instead of  traditional  fitting of a weighted sum spectrum lowered Cramer‐Rao  lower 
bounds by up to 17% for large voxel sizes.  
Conclusion:  The optimal  voxel  size  for  best  precision  in  determined metabolite  content  is  surprisingly  large. 










































































































and  strict  restraints  in  acquisition  time,  the  optimal  choice  of  acquisition  parameters  is  of  great 
importance. For non‐focal disease, the SNR, which is one of the crucial determinants for the precision 
and stability of the derived metabolite data, can be maximized by the use of a large voxel size (VS) 
which  could,  in  the  extreme  case,  be  the  maximum  cuboid  voxel  possible  to  inscribe  in 
supraventricular brain (close to 100 cm3 for large heads). One example for the need of a large VS is 
the  detection  of  the  low‐concentration  metabolite  phenylalanine  in  patients  suffering  from 
phenylketonuria,  where  a  measurement  over  a  large  region  of  the  brain  is  necessary1.  Another 
recent example is the detection of NAD+, which also depends on optimal signal from a large voxel2. 
However,  increasing  the VS may also  lead to  increased  linewidths,  reducing  the spectral  resolution 
and hence compromising the spectral quality. In addition, increasing the region of interest (ROI) also 
places  the  edges  of  the  voxel  closer  to  areas  outside  the  brain,  favoring  the  occurrence  of  outer‐
volume artifacts such as spurious  lipids3–5. Therefore, a compromise between these contributors to 
spectral quality is necessary.  
The  optimal  VS  has  been  investigated  for  chemical  shift  imaging  (CSI)  by  Hanson  et  al.6,  who 
investigated the effect of VS on extrapolated pure gray and white matter contents and stated that a 
relatively large VS can be used with only minor increase in estimation errors. In this context, it should 
be  noted  that  post‐acquisition  summation  of  spectra  from  individual  pixels  from  a  CSI  acquisition 
yields  much  lower  SNR  than  the  single  voxel  acquisition  of  that  region.  This  can  readily  be 
understood realizing that the SNR for the spectra of each CSI‐pixel roughly corresponds to the SNR of 
the  same ROIs  targeted by a  single voxel  (neglecting  intravoxel dephasing) but  that  increasing  this 
region  of  interest  in  SV MRS  linearly  increases  the  SNR with  the  targeted  volume  (no  increase  in 
noise) while adding spectra from neighboring pixels in CSI will increase the SNR only with the square 
root of the number of pixels because of the additive noise. Therefore, CSI  is not an option for best 
SNR per measurement  time. For single voxel spectroscopy, Fleysher et al.3  showed  in a  theoretical 






an  estimate  of  the  lowest  possible  variance  for  the  fitted  parameters.  In  addition,  they  also  offer 








natural  T2  decay  of  the  metabolite  signals  as  well  as  the  linebroadening  due  to  residual  B0  field 












only  aspect  that  has  been  investigated  is  the  optimal  combination  of  the  signals  from  individual 
channels  to  optimize  the  SNR  of  the  summed  spectrum,  where  different  weights  have  been 
suggested,  either  based  on  signal  intensity,  SNR,  signal  intensity  per  square  of  the  noise18–23  or 
considering correlated noise24. However besides SNR, spectral quality also depends on  linewidth or 
presence  of  artifacts,  which  may  differ  for  the  signals  seen  from  individual  spatially  distinct  coil 
elements.  This  aspect  has  been  considered  for  the  combination  of  repeated measurements  to  an 
averaged  spectrum  where  alignment  in  frequency  has  been  introduced  and  reliability  of  the 
individual  signals  to  reduce  signal  artifacts  in  the  resulting  signal25  has  been  explored.  Here,  we 
explore whether  combination  of  simultaneously  recorded  signals  from  different  coil  elements  can 
also be scrutinized to improve these aspects of spectral quality. In particular, this was examined for 
an ROI placed above the ventricles in a brain region that offers sufficient space for extremely large VS 
and  a  good  shim.  To  simulate  less  optimal  scanning  conditions  all  scans  were  repeated  with 
manipulated shimming parameters.  
 
In  summary,  this  contribution  shows  several  approaches  to  improve  spectral  quality  for  large  VS, 










head  coil,  with  44  channels  in  use  (excluding  the  channels  in  the  neck  region)  and  a  semi‐LASER 
localization  sequence26  with  the manufacturers  second  order  shimming  routine  (option  "brain",  a 
fieldmap method with finer resolution than the old default method) and outer‐volume suppression in 
the  direction  of  the  non‐adiabatic  excitation  pulse  (not  used  for  the  water  reference  scans).  To 






the  specific  hyperbolic  secant  RF  pulses  and  power  available)  and  TR = 3000  ms.  VAPOR  water 
suppression  was  used  with  a  bandwidth  of  135  Hz  and  32  acquisitions  were  averaged  for  each 
measurement. Additionally, a single‐shot measurement of the non‐suppressed water signal with the 








spectra  to extend  the basic Voigt  lineshape. Prior  to  including  the water  lineshape  into  the model, 
the  major  amount  of  its  T2  decay  is  removed  as  this  varies  from  the  metabolite  signals.  Fitting 
parameters include Lorentzian and Gaussian linewidth, frequency offset, zero‐order phase and area.  




Prior  to  the  fitting process  the  residual water was suppressed using Hankel‐Lanczos Singular Value 
Decomposition (HLSVD) filtering  in JMRUI28. A basis set of 18 metabolites (Aspartate; Creatine (Cr); 
Ethanolamine; γ‐aminobutyric‐acid (GABA); Glucose; Glutamine (Gln); Glutamate (Glu); Glycine (Gly); 
Glycerophosphorylcholine;  Glutathione  (GSH);  Lactate; myo‐Inositol  (mI);  N‐acetylaspartate  (NAA); 
N‐acetylaspartylglutamate;  Phosphocholine;  Phosphorylethanolamine;    scyllo‐Inositol;  Taurine) was 
simulated  in  VeSPA29,  using  an  ideal  (i.e.  using  perfect  180°  rotations  in  spin  density  matrix 
calculations) PRESS experiment. Since J‐evolution during TE is partially suppressed with a semi‐LASER 
sequence  (reduced  J‐evolution  in  times under RF  irradiation),  the best‐matching echo  time  for  the 
simulation with an  ideal PRESS sequence was optimized by comparing  in vitro spectra with spectra 
simulated  for  different  TEs,  as  previously  suggested30.  An  echo  time  of  28 ms was  chosen  for  the 
simulations  since  this  was  found  to  best  represent  the  J‐evolution  pattern  of  our  semiLASER 
sequence with  TE  51 ms  (see  supplemental  Figure  S1  for  illustration).  A  predefined model  of  the 
macromolecular baseline was added to the fit, which was allowed to adapt its overall area during the 
fitting process. Frequency offset and phase was linked to the metabolites. The fitting range was set 
to  0  to  4  ppm.  A  single  Voigt  line  was  added  at  4.7  ppm  to  correct  for  potential  baseline 
modifications from residual water removal.   
To simplify  the  fitting process, all metabolites were prescribed  to have the same T2,  such that  the 
Lorentzian  linewidth  was  assumed  to  be  identical  for  all  metabolites.  Lorentzian  linewidth  and 




of  the  8  VS  (8,  48,  60,  75  and  88  cm3),  each  for  optimized  and misset  shim. With  the  2D  fitting 
process of FiTAID,  it  is possible  to simultaneously  fit all  coil elements  instead of using  the average 
over all elements.  Implementing the water signal as reference also introduces the measured water 
amplitude ratio of signal  intensities between the elements, since the unscaled  lineshape reference 





CRLB  of  the  metabolite  area  as  determined  in  FiTAID  under  consideration  of  the  lineshape  and 




both  Glu  and  mI  might  be  particularly  sensitive  to  suboptimal  shim  because  of  their  substantial 
























was used as a weighting  factor. The  signal  intensity was estimated  from  the absolute value of  the 

































qualitatively with  representative  spectra  and  quantitatively with  cohort  results,  both  in  Figure  1b. 
Quite  surprisingly,  the  linewidth  remained  well  below  12.5  Hz  even  for  the  largest  ROI  for  most 
subjects  (9 of 10 cases with optimized  shim, 6 of 10  for misset  shim). While  for  the SNR  the  shim 
performance does not have any relevant  impact (as expected for a TD‐SNR)  it  is substantial for the 




Evaluation of  the optimal VS was done primarily  for  the  coil  averaged  spectra.  CRLB  for  the  three 




Using the  lineshape  information reduced the CRLB, especially when  it comes to  larger VS and poor 
shimming.  For  the  large  VS  of  75  –  99  cm3  the  absolute  decrease  of  CRLB  due  to  lineshape 
information for Cr, Glu and mI was on average 0.0042 mmol/l, 0.0042 mmol/l and 0.0014 mmol/l for 
optimized shim, which  is a  relative decrease of 22.9%, 8% and 2.9%,  respectively. For misset shim, 
the CRLB  could be  reduced by 0.0085 mmol/l, 0.0035 mmol/l  and 0.0057 mmol/l or 32.5%, 18.8% 







Figure 3  illustrates  substantial  differences between data  from  individual  channels  in  the described 
quality  aspects  SNR,  linewidth  and  in  the  appearance  of  lipid  artifacts  for  the  water‐suppressed 
spectra in a single representative subject for three large VS with optimized shim. Some sample water 
lineshapes  from  the  respective  reference  measurements  revealed  that  apart  from  varying  signal 





Fitting  the  spectra  from  all  coil  elements  simultaneously  instead  of  fitting  the  summed  spectrum 
leads to smaller CRLB. The extent of the improvement in fit precision as function of VS is depicted in 








The procedure of excluding single coil elements was  tested on all  subjects  for a VS of 88 cm3. The 




additionally  the  manufacturer’s  PRESS  sequence.  For  the  PRESS  sequence  no  outer‐volume‐
suppression was used. As expected, the spectral quality was lower with PRESS, especially regarding 
the amount of  lipid artifacts and also the  linewidth. Figure 5 shows the averaged spectra with and 
without use of  the automated channel exclusion method.  In  this  case,  for semi‐LASER no channels 
were  flagged  to  be  excluded,  while  for  PRESS,  a  clear  benefit  of  excluding  channels  with  inferior 
spectral quality is apparent. Note that despite a signal loss of 22% this does not infer any appreciable 







The  presented  investigations  are  directed  at  finding  optimal  acquisition,  processing  and  fitting 
conditions for the case of quantification of very low‐concentration metabolites and similarly for the 
case that precision is to be optimized in order to detect very small changes in the concentration of 
standard  brain  metabolites  (e.g.  in  longitudinal  clinical  exams).  The  exploration  yielded  results  in 






only  small  further  gain  in  terms  of  CRLB  and  linewidth  while  artifact  burden  may  increase 
substantially in some cases, e.g. when the voxel is placed close to the skull.  
We have demonstrated the VS dependence of metabolite CRLBs by figures for metabolites that have 




useful  to  mention  that  the  absolute  CRLBs  for  the  presented  metabolites  correlate  strongly  for 
measurements at different voxel sizes with the squared correlation coefficients >>0.99 independent 
of  the  concentration  of  the  metabolites  involved.  Hence,  the  recommendation  for  optimal  VS  is 
independent of the type of metabolite.  
Comparing  Figure  2  and  Figure  4  suggests  that  the  ideal  VS  depends  somewhat  on  the  way  the 
spectra are fitted. Even though that is true, we would not recommend to go > 75 cm3 VS in a routine 
fashion  also when  using  simultaneous  fitting  from multiple  coil  elements  because  of  the  reduced 
robustness for very  large VS (i.e. appearance of spurious outer volume signals at very  large VS –  in 





the  signals  recorded  from  different  spatial  viewpoints  relative  to  the  ROI.  As  expected,  signal 
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intensity  differs  substantially  between  the  channels  also  for  very  large VS. However,  the  routinely 
implemented  summation  over  coil  elements  includes  intensity‐weighted  averaging,  such  that  this 
issue  is  already  taken  care  of  in  the  standard  coil  averaging  routine.  Less  expectedly,  center 
frequency offset shifts between the coil elements were also found. Furthermore, the reference water 
measurements registered by the individual coils revealed substantial differences in overall lineshape 
(c.f.  Figure  3),  offering  another  reason  to  evaluate  individual  coil  spectra  with  their  respective 
lineshapes. In addition, appearance of outer‐volume lipid artifacts proved to depend on the position 
of the coil. This is especially plausible for large voxels, which have to be positioned close to the skull, 
and where  this easily  leads  to excitation of outer‐volume  lipid  signals  ‐ either caused by  imperfect 












Confirming  earlier  results16,32,  use  of  the  lineshape  information  from  the  reference  water  signal 
helped  improve  the  fit  precision  in  general,  especially  when  it  comes  to  poor  overall  shim 
performance. A simultaneous  fit of  the channels was evaluated as an alternative  to  the  traditional 
way of fitting the weighted sum spectrum. Using the reference lineshape for each coil, the frequency 
shifts and distortions of  the  lineshape were accounted for  individually.  In FiTAID, a combined fit of 
inter‐related  datasets  is  possible,  such  that  an  overall  quantification  of  the  metabolites  can  be 
performed  easily.  The  differences  in  signal  intensity  between  channels  are  taken  into  account 







in artifacts. This  issue  is particularly  relevant  in case of very  large VS, where prominent  lipid peaks 
can be expected. We  investigated excluding channels with  large artifacts  from the overall  sum. An 
automated method was  tested  to  find spectra  that  show significant differences  from the expected 
shape.  Normalization  of  the  spectra  to  their  maximum  metabolite  signal  was  found  to  help  the 
comparison of all channels despite their differences  in SNR. However, the  improvement of spectral 
quality  from  the  automated  method  for  spectra  with  significant  artifacts  was  very  small  in  most 
cases.  For  the  PRESS data,  however,  a  clear  improvement  of  the  spectral  quality  could  be  visually 
judged  with  no  loss  in  SNR,  showing  that  the  proposed  method  is  promising  for  non‐ideal 
experimental settings. However, one should also keep in mind whether the remaining outer‐volume 
signals  are  really  tolerable.  Furthermore,  the  exclusion  of  certain  coil  elements may  influence  the 
composition of the voxel, e.g. regarding effective volume distribution of grey and white matter that 
might not be taken meaningfully any more from simple segmentation. 
In  this  context,  it  may  be  worthwhile  to  return  to  the  idea  of  post‐acquisition  summation  (or 
simultaneous  fitting)  of  spectra  from  an  arbitrary  region  in  a  CSI  scan.  As  mentioned  above,  this 












a  change  in  treatment.  In  such  a  case  of watchful  waiting,  of  course MRI  assays  of  compartment 
volumes would be  included  in the  investigations. However for cohort studies, care should certainly 
be  used  to  guarantee  that  potential  group  differences  are  not  related  to  gray/white  matter 
disparities.   





repeatability  of  results  from  the  proposed  large  VS  and  advanced  modeling  vs.  more  standard 
acquisition  conditions.  In  addition,  it  would  also  be  of  interest  to  investigate  whether  weighted 
averaging  using  other  than  SNR‐weighting  could  outweigh  the  proposed  benefit  of  simultaneous 
fitting of individual coil elements and whether such approaches can be combined.  
The choice of ROI in this study in terms of shape, direction and brain region gave optimal conditions 
for  shimming  performance  and  therefore  encouraged  the  use  of  very  large  VS.  Missetting  the 
shimming  parameters  simulates  a  less  optimal  condition,  but  does  not mimic  all  difficulties which 
might appear when e.g. a different brain  region  is  chosen. Also,  the  impact of missetting  the shim 
increases with VS, which has to be considered when comparing VS for the misset shim cases.  
In this study we used the relatively high concentrated metabolites Cr, mI and Glu for evaluation of 
the  CRLB.  In  a  clinical  investigation  of  global  brain  pathology,  metabolites  with  a  much  lower 




Further  studies  will  be  necessary  to  prove  that  the  results  from  the  high  concentrated  upfield 
metabolites are transferable to the proposed applications.    
As no exact metabolite response simulations for the used semi‐LASER sequence were available at the 
time,  simulations  from  an  ideal  PRESS  sequence  were  used  for  the  fitting  model.  The  heuristic 
method of  finding  the best matching TE  in PRESS  for  the  semi‐LASER sequence  suggested  in30 was 
used. We  expect  that  the  influence  of  a  slight  mismatch  between  simulated  and  in  vivo  spectral 
patterns is negligible for the findings of this paper because the calculation of CRLBs for different VS 





for  the  given  settings  in  this  study,  especially  with  regard  to  field  strength  (3T),  the  shimming 













































































































































































































































































Figure  4  ‐  CRLB  for  simultaneous  fitting  of  the  individual  coil  element  spectra  and  their  decrease 
compared  to  fitting  the  averaged  spectrum  with  lineshape  information.  Absolute  CRLB  for  the  5 
evaluated VS is given in the top row, the absolute decrease is pictured in the middle and the relative 
decrease at  the bottom. Fitting  the  individual  coil  elements  simultaneously  reduced  the CRLB  in all 







(as  for  the  rest  of  the  study)  or  the  manufacturer’s  PRESS  sequence  (TE  30  ms,  TR  3000  ms,  32 
acquisitions,  no  outer  volume  suppression,  spectra  scaled  for  equal  intensity  of  NAA  peak).  It  is 
apparent that PRESS in this configuration is less suitable for such a large ROI, but also that automatic 
exclusion of individual coil channels is more relevant in cases with stronger contamination with outer 
volume  signals.  (Bandwidths of  the used  refocusing pulses are  largely different with  the hyperbolic 
secant  pulses  used  (8 ms  length)  in  semi‐LASER providing  2.4  kHz  and  the Mao pulses  in  PRESS  at 













the purpose of  this process was mainly  to  find artifacts caused by broad  lipid  signals, a  range of 5 












 Figure S1  ‐ Visualization of artifact detection  for a  representative spectrum with a voxel  size of 88 
cm3 and a misset shim. The decision to exclude a channel was based on the difference between the 
signal  under  consideration  and  the  allowed  area  around  the median  spectrum  (indicated  in  blue). 
Individual  channels  are  identified  by  symbol  and  color.  Those  channels  that were  excluded  due  to 
exceeding the accepted interval at some location in the spectral area of interest are framed in red. 
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S2. Simulation of metabolite responses 
 
Figure S2 – Comparison of PRESS simulated NAA response between 2.4 and 2.8 ppm for TE between 
16 ms and 40 ms with in vitro scan of BRAINO phantom with semi‐LASER at TE of 51 ms. J‐evolution in 
this frequency range shows that the PRESS simulation at TE 28 ms is comparable to the semi‐LASER 
scan at 51 ms.  
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S3. CRLB for low‐concentrated metabolites 
 
Figure S3 ‐ CRLB depicted as function of VS for three representative low concentrated metabolites 
(Gln, GSH, GABA). Comparing these to the CRLB given in Figure 2 for the high concentrated 
metabolites (Cr, Glu, mI) used for the VS evaluation in this study shows that the dependence of CRLB 
on VS is similar for all metabolites in the basis set, independent of concentration.  
 
 
